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Abstract: Waveguide-based cavity ring-down spectroscopy (CRD) can be used for 
quantitative measurements of chemical concentrations in small amounts of liquid, in gases 
or in films. The change in ring-down time can be correlated to analyte concentration when 
using fiber optic sensing elements that change their attenuation in dependence of either 
sample absorption or refractive index. Two types of fiber cavities, i.e., fiber loops and fiber 
strands containing reflective elements, are distinguished. Both types of cavities were 
coupled to a variety of chemical sensor elements, which are discussed and compared.  

Keywords: cavity ring-down (CRD); absorption; refractive index; fiber-loop; fiber cavity; 
microfluidics; capillary electrophoresis; phase-shift; long-period grating (LPG); fiber Bragg 
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1. Introduction 

Cavity ring-down (CRD) spectroscopy and related cavity-enhanced absorption spectroscopic 
methods have garnered a large following in the past decade [1-3]. A typical CRD setup involves an 
optical cavity made from two [4] or three [5,6] highly reflective mirrors. Light is coupled into the 
cavity through one of the mirrors and light leaking out of the cavity is detected. When a cavity 
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resonance is excited, power builds up in the cavity and then decays exponentially as the light source is 
switched off. The decay time (ring-down time, τ) is a direct measure of the optical loss in the cavity. In 
cavity ring-down spectrometers the optical loss is changed by filling the cavity, at least in part, with an 
absorber, which can then be quantified. 

Most CRD spectrometers are designed for very sensitive gas absorption measurements and have 
volumes of tens to hundreds of milliliters. Measurements on liquid samples require either filling the 
entire cavity with liquid [7,8] or placing the sample into a part of the optical cavity, e.g., contained by 
a cuvette [9-12], or in a free flowing liquid sheet [13,14]. In the latter experiments the cavity needs to 
be carefully aligned to reduce the losses due to the liquid, the interfaces and the sample containers. For 
very small liquid samples that are relevant to e.g., high-performance liquid chromatography (HPLC) 
and capillary electrophoresis, there is no benefit in using large cavity volumes, and cavities have been 
built with reduced distance between the mirrors such that the cavity volume is comparable to the 
detection volume [15]. 

An alternative approach to mirror-based CRD detection for condensed phase absorption and 
refractive index measurements was developed by our group and others since 2002. In fiber-cavity  
ring-down spectroscopy the optical cavity consists of a strand of single-mode or multi-mode fiber optic 
cable. The light is trapped in the cavity by either using “mirrors” (i.e., reflective coatings [16] or fiber 
Bragg gratings [17]) at the ends of a linear fiber strand, or by connecting the ends to form a loop, i.e., a 
ring cavity [3,18,19]. Similar to “free-space” CRD, light can be trapped in the fiber and its ring-down 
time decreases with increasing optical loss in the waveguide cavity. Fiber Bragg grating (FBG) 
cavities have a very narrow bandwidth of only about 2-5 nm; therefore they are limited in their use for 
spectroscopic measurements. However, they are easy to align and are well suited for mechanical 
measurements. Conversely, fiber loops are inherently broadband cavities and have a low roundtrip loss 
over the entire transmission range of the fiber material - for silica fibers from approximately 1.7 μm  
to 250 nm. Such a fiber loop cavity can be designed to hold a variety of sensor heads, such as very 
small absorption cells [20], long-period gratings for refractive index sensing [21], evanescent field  
blocks [17], tapers for absorption [22,23] or strain [24] sensing, and others.  

Conventional mirror-based CRD spectroscopy achieves remarkable detection limits with minimum 
detectable absorption losses αmin = 10–11 cm–1 in some cases, whereas fiber-cavity ring-down 
spectroscopy is by many orders of magnitude less sensitive (αmin = 0.1 cm–1 in the experiments 
described in section 2.2). We believe that the technique is only advantageous when the sensor head 
consists of a fiber optic element (described in sections 2.1, 2.3 and 2.4) or when a sample with 
dimensions comparable to that of the fiber is interrogated, such as the liquid samples in section 2.2. In 
fiber-CRDS nanoliters or even picoliters of sample are sufficient [20], whereas even the smallest 
mirror cavities require several microliters of sample [8].  

For non-fluorescing liquid samples single-pass absorption spectroscopy is the standard detection 
and quantification method. Commercial systems offer microliter detection volumes and by using two 
balanced detectors high sensitivities can be achieved. For example, a modern UV-VIS detector 
(Agilent 1200 Series multiple wavelength detector) has a short term noise of 0.8 × 10–5 absorption 
units, corresponding to αmin = εC = 2.4 × 10–5 cm–1 (3σ) when combined with a standard flow cell  
(1 cm pathlength, 13 μL detection volume). Again, the detection volume in such a detector is three to 
four orders of magnitude larger compared to fiber-CRDS and is comparable to the entire sample 
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volume used in fiber-based systems. To take advantage of the small detection volumes in fiber-CRD 
the method is best coupled to separation systems in which the sample volume is restricted to 
microliters and the detection volume cannot exceed a few tens of nanoliters, such as capillary 
electrophoresis and microfluidic devices (see section 2.2).  

In this review we will first present a brief overview of the theoretical foundations and then discuss 
different designs of sensor elements for fiber-based CRD devices and their applications. 

1.1. Theory 

Cavity ring-down spectroscopy is based on determining the optical losses of a high-finesse cavity 
by monitoring the lifetime of a photon trapped in the cavity. The photon lifetime is related to 
absorption and scattering of the light in the cavity but it is independent of intensity fluctuations or 
detection efficiency. The photon lifetime or ring-down time τ is given by the round trip time of the 
cavity tRT = nL/c0 (L: cavity length, n: effective refractive index of the cavity medium, c0: speed of 
light in vacuum) and the transmission per round trip Trt. 

( )ln
RT

rt

t
T

τ =
−

 (1) 

The transmission per round trip Trt is governed by the losses arising from the cavity itself, such as 
losses at the mirrors, and by sample absorption within the cavity. 

In fiber-based CRD setups an optical cavity is made of an optical fiber containing a sensing element 
that allows the light to interact with the sample. This can be done, for example, by placing the sample 
in a gap in the fiber, by evanescent wave absorption, or by measuring the losses in a fiber grating that 
depend on the refractive index of the surrounding material. The ring-down times in fiber cavities are 
determined by the losses in the sensor element and the absorption coefficient of the fiber af. 
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The transmission Tsensor across the sensor element contains contributions from the “undesired” 
insertion losses of the sensor element and the “desired” loss from interactions with the sample. For 
example, if the sensor head contains a small absorption cell, the loss term is given by 

ln lnsensor gapT T Cdε− = − +  (3) 

Here, the term -ln Tgap describes coupling losses across the gap, and C dε  is the Lambert-Beer term 
that depends on the interaction length through the sample cell d, the concentration C, and the 
extinction coefficient sε  given with respect to base e, which is related to the decadic extinction 
coefficient sε  by ln(10)s sε ε= . The relationship between the ring-down time, τ and the sample 

concentration, C, is then obtained by applying equation (3) to equation (2). 
In free-space cavities the ring-down event is usually well described with a single exponentially 

decaying function. Different cavity modes have different ring-down times, but with careful alignment 
only the fundamental mode may be excited. In fiber cavities, on the other hand, there is light traveling 
in the core, cladding and sometimes in the buffer jacket leading to biexponential or triexponential 
decays. Longitudinal cavity mode structure may be easily resolved for short (<1 m) fiber cavities made 
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of single mode fibers [17], but is not apparent for multimode fibers where hundreds or thousands of 
core modes are simultaneously excited. The intensity of a multiexponential decay with ring-down 
times τi and amplitudes ai can be expressed as: 

( )( ) exp /
N

i i
i

I t a t τ= −∑  (4) 

Each ring-down time τi is related to the sample concentration C, as in the single exponential decay 
case, but the insertion losses of the sensor element and the absorption losses due to the fiber are 
different for each decay time τi. 

1.2. Phase-Shift Cavity Ring-Down Spectroscopy 

Time-resolved CRD spectroscopy may not be ideal when measurements need to be conducted with 
a high sampling rate; even for a high repetition rate laser (10 kHz) and a long ring-down trace of 10 μs, 
the duty cycle is only 10%. An alternative to time-dependent measurements of the ring-down time is 
the frequency equivalent, i.e., instead of determining the decay constant from the time response of the 
cavity to a pulse, one can determine the phase shift that a sinusoidally modulated waveform 
experiences when traversing the cavity (see Figure 1). Phase-shift measurements were initially used  
in 1980 by Herbelin et al. to characterize optical cavities [25] and were later implemented for optical 
absorption measurements by Engeln et al. [26]. For single-exponential decays the relationship between 
the ring-down time τ, the modulation frequency ω and the phase-shift φ is given by [26,27]: 

( )tan φ ωτ= −  (5) 

For a multiexponential decay the relationship between the ring-down times τi , the amplitudes ai and 
the phase shift φ is [28] 
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The phase-shift method is particularly suitable for fast measurements in liquid flow samples, since 
the duty cycle of phase-shift CRD is unity and the data acquisition rate is fundamentally limited only 
by the ring-down time. Furthermore, the phase-shift method is compatible with very short ring-down 
times, which may be readily measured using high modulation frequencies. Sinusoidal modulation  
at 10-100 MHz frequencies allow accurate measurements of (sub-)nanosecond ring-down times and is 
easily implemented for a variety of light sources including cw-lasers and LEDs. The largest 
disadvantage of phase-shift CRD is the inability to discriminate multiple exponential decays from a 
single measurement. Ring-down times for multiexponential decays must therefore be extracted from 
phase-shift measurements at more than one modulation frequency if needed [28]. On the other hand, 
for many analytical measurements calibrating the system with known concentrations at a fixed 
modulation frequency may be sufficient. 
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Figure 1. Different implementations of cavity ring-down measurements (a) In time-resolved 
continuous wave CRD the light entering the cavity (see inset) is switched quickly (red 
line), and the intensity decay in the cavity is monitored from the cavity build-up time or the 
ring-down time (black). (b) If the injected pulse (red) is short compared to the round-trip 
time, trt, the ring-down time is obtained from the exponential decay constant of the 
amplitudes of the light pulses that are leaked from the cavity with each round trip (black). 
(c) In phase-shift cavity ring-down the light intensity of a cw-source is modulated 
sinusoidally (red). The cavity introduces a phase-shift (black) that is related to the losses in 
the cavity and therefore to the ring-down time. 
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1.3. Properties of Fiber Cavities 

For the purpose of this review we distinguish between two types of fiber cavities: (1) the linear 
fiber cavity where light is confined by fiber optic “mirrors” such as reflective coatings or fiber Bragg 
gratings (FBGs) and (2) a loop of waveguide material (see Figure 2). 

As an example for the linear fiber cavity, von Lerber et al. [16] applied dielectric coatings on the 
fiber ends that acted as mirrors and achieved remarkably low roundtrip losses of 0.42%. At about the 
same time Gupta et al. [17] used fiber Bragg gratings (FBG) as cavity mirrors. FBGs have a strongly 
wavelength dependent attenuation (up to 40 dB, corresponding to a reflectivity of 99.99%) and most of 
the light is reflected into the single counter-propagating core mode. With a 10 m long hydrogen-loaded 
single-mode fiber Gupta et al. achieved 2.3 % roundtrip loss. Nowadays, most linear fiber cavities use 
FBGs as reflectors since they are commercially available and easy to implement. Linear FBG cavities 
have other advantages. First, very short cavities of a few millimeters can be built. By comparison, the 
minimum cavity length for fiber loops, described below, is limited by macrobending losses to 
approximately 30 cm. Second, it is straightforward to couple light into and out of these cavities, since 
the light source and detector can be placed in-line with the FBG cavity. Third, the FBG itself can be 
used as sensing element since it is sensitive to thermal expansion and pressure [29]. On the other hand, 
FBGs reflect light only within a very limited wavelength range of a few nanometers, and they are 
commercially available only at telecom wavelengths. This severely limits the range of wavelengths for 
e.g., absorption measurements and poses problems with light sources that have an ASE background. 
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The broadband ASE contribution may only be 10–6 of the light source intensity, but since it falls 
largely out of the FBG reflection range its contribution to the signal may be as large as the cavity 
signal that is nominally also attenuated to 10–6 of the incoming light, if the FBGs are 99.9% reflective 
(30 dB transmission loss) [28]. Finally, commercially available FBGs are usually designed for single-mode 
fibers, and multimode fibers or other specialty fibers cannot be used with commercial FBGs. 

A cavity can also be obtained by forming a loop of waveguide, i.e., a ring cavity. Similar to the 
FBG cavity, the fiber loop cavity is simple, rugged and inexpensive. To decrease the roundtrip loss, 
the fiber ends may be connected using a fusion splicer or a commercial mechanical connector [19], but 
it is also possible to leave a gap in the loop where samples can be injected. Fiber couplers with high 
split ratios (e.g., 99:1) can be spliced into the loop to couple light into the fiber cavity. Alternatively, 
focusing a laser beam on the loop fiber also allows coupling of a small fraction of light (about 1:108) 
into the loop [18]. To measure the light intensity in the loop a photodetector is either placed close to 
the loop to detect scattered light from the fiber, or a (second) fiber coupler is spliced into the loop to 
direct a small fraction of the light to the detector.  

In contrast to the FBG cavity, the fiber loop is a “broad band” cavity. The transmission of the fiber 
loop is only limited by the transmission of the fiber-optic material and the components. A multimode 
silica fiber cavity has a usable transmission from approximately 250 nm to 1,700 nm, depending on the 
OH content in the silica. At telecom wavelengths (1.3–1.5 μm) a large variety of fibers exist with 
absorption losses as low as 5 × 10–4 dB/m; at UV-wavelengths the losses are considerably higher even 
for special UV-fibers (e.g., 0.05 dB/m at 400 nm, 0.3 dB/m at 250 nm), but ring-down experiments are 
still possible. More so, specialty fibers are available for the mid-infrared region that have absorption 
losses of less than 0.5–0.2 dB/m and make experiments at wavelength up to 9 μm possible. To date no 
research group has taken full advantage of the broadband properties of the fiber loop, but it may be 
expected that multi-wavelength detection will be attempted soon. 

Figure 2. (a) Setup of a linear fiber cavity. Two mirror elements, such as fiber Bragg 
gratings, are incorporated into the fiber to form an optical cavity. The light is injected 
through one of the mirrors and is detected behind the second mirror. (b) Setup of a fiber 
loop cavity. The fiber is bent into a loop to form a ring cavity. Fiber couplers with high 
splitting ratios may be used to inject light into the loop and to direct a small fraction of the 
light to the detector. 
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The main disadvantage of fiber loop cavities compared to linear cavities lies in the trade-off 

between high coupling efficiency and high roundtrip loss. The losses in the fiber loop should be kept 
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as low as possible for sensitive ring-down time measurements, but couplers and splices are 
nevertheless needed to inject sufficient light into the cavity. These components introduce additional 
losses (fusion splices about 0.02 dB, mechanical splices about 0.23 dB), and in our experience even 
fiber couplers with a high split ratio of 99:1 may add insertion losses of 2–4% to the roundtrip loss. 

2. An Overview of Types of Sensors and Applications 

For both the linear cavity and the fiber loop cavity the circulating light can interact with a chemical 
sample (see Figure 3). For example, the sample can be placed in a gap in the fiber cavity and the  
ring-down time changes due to optical absorption, scattering or dispersion. Absorption and scattering 
may also be measured by exposing the immediate environment of the fiber to the evanescent field of 
the propagating mode. The evanescent field of the core mode(s) is usually contained in the cladding to 
achieve low propagation loss, and for absorption measurements it will have to be extended to penetrate 
the environment of the fiber or the fiber cladding needs to be removed.  

Figure 3. Different types of sensor elements used in fiber-cavity ring-down spectroscopy. 
(a) A gap in the fiber allows for direct absorption of all propagated light through the 
sample. (b) In a tapered fiber the core mode is converted into a cladding mode and the 
evanescent field extends outside the fiber. (c) By etching the cladding the evanescent field 
can also be extended into the sample. (d) In a field access block the cladding thickness is 
reduced by side-polishing the fiber and the evanescent field then reaches the surrounding 
material. (e) A pair of identical long-period gratings (LPGs) couples light from the core 
mode into a single cladding mode and then back into the core. Between the two LPGs the 
light travels in the cladding mode and its large evanescent wave interacts strongly with the 
surrounding sample. (f) Gases of small molecules such as H2 can diffuse into the fiber and 
cause absorption that can be monitored. 
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Other sensor heads consist of fiber optic components that react to the refractive index of the 

environment [21]. Finally, fiber optic components inserted into the cavity may be sensitive to 
temperature [30], pressure [31,32], bending losses [19,33] and strain [34,35] exerted on the fiber. A 
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recent review described mechanical and thermal fiber sensors [36]; here we focus on fiber optic 
cavities that contain elements suited for chemical detection and sensing. 

2.1. Direct Absorption Measurements 

In 1982 the diffusion of hydrogen gas into silica waveguides caused unexpected attenuation in the 
first field-installed optical fibers [37]. Hydrogen is produced by chemical reactions of the constituents 
of the cable material and then diffuses into the fiber. Vogler et al. [38] examined the diffusion rate of 
hydrogen into optical fibers using fiber cavity ring-down spectroscopy. They used a single-mode silica 
fiber cavity (L = 10 m) with two highly reflective dielectric mirrors coated onto the fiber ends. Pulsed 
light from an external cavity diode laser (1,520–1,600 nm) was injected into the cavity through one of 
the mirrors and the decay of the transmitted light intensity was monitored by a photodiode. Ring-down 
times of typically 10 μs were observed corresponding to a loss of 0.021 dB per round trip. An effective 
interaction length of 2L τ/tRT = 2070 m is calculated with this ring-down time and the roundtrip time  
tRT = 96 ns. The fiber was coiled on a mandrel and was saturated with the gas by exposing it to pure 
hydrogen at 1 bar for two weeks. The fiber was then placed in a hydrogen-free environment at 30 °C 
and H2 slowly diffused out of the fiber. By monitoring the ring-down time the optical loss due to the 
hydrogen absorption and the diffusion constant (3.02 ± 0.07 × 10–15 m2/s) were determined. 

2.2. Liquid Absorption Using a Microcell in the Fiber Cavity 

Standard fiber-optic cables have a core diameter between about 8–400 μm, i.e., their dimensions are 
comparable to those of flow channels in micro-separation systems, such as capillary electrophoresis 
(CE), micro-liquid chromatography or microfluidic devices (“lab-on-a-chip”, or micro-total analysis 
systems, μ-TAS). The gap that is formed between the fiber ends when making a fiber loop cavity is a 
natural place to insert a small liquid sample and, consequently, waveguide-CRD or fiber loop  
ring-down spectroscopy has been used for absorption detection coupled to a variety of microseparation 
systems [3,18-20,39]. 

The dimensions of the sample gap should be similar to those of the flow channel to prevent pressure 
build-up or turbulences. Also, to achieve a good transmission across the gap, the diameter of the 
waveguide core needs to be equal to or larger than the width of the sample gap. Capillaries used for CE 
have inner diameters ranging from 50 to 100 μm, whereas commercial microfluidic devices have flow 
channel dimensions of typically 30 × 50 μm. Therefore, for these separation systems regular 
multimode fibers with core diameters of 30 to 100 μm can be used as cavity medium. Emerging 
nanofluidic separation system use much smaller channels with cross sectional dimensions <1 μm, 
whereas conventional HPLC uses much larger flow channels with dimensions of millimeters. In the 
latter case conventional CRD with very small mirrors demonstrated remarkable sensitivity of about 
αmin = 1.5 × 10–4 cm–1 [15,40]. Recently, micro-HPLC (flow channel diameters: 50 to 500 μm) has 
become increasingly popular, since it uses smaller sample volumes, allows higher pressures, and 
consumes less solvent compared to regular HPLC. Waveguide CRD is quite amenable to absorption 
detection in the sub-microliter detection volumes found in micro-HPLC. 

The principle of intersecting a fiber loop with a sample flow appears simple (see Figure 3a), but the 
design of such an interface is quite challenging. The fiber ends need to be aligned carefully to achieve 
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a good transmission through the sample gap and the flow channel has to be connected without causing 
a pressure build-up or a large dead volume. Especially the lateral alignment of the fiber ends is  
critical as a misalignment can cause large losses. For example, lateral misalignment by 10% 
(displacement/fiber diameter) leads to additional transmission losses of >10% but requires a precision 
of 5 μm for a multimode fiber with a core diameter of 50 μm or a precision of <1 μm for a single mode 
fiber [41,42]. 

In one of our first fiber loop CRD experiments [18,39] the fiber ends of a multimode fiber loop 
(length of 65 meters, core diameter 400 μm, cladding diameter 440 μm) were joined by a commercial 
four-way microcross. The two fiber ends were inserted through opposing holes and two capillaries 
(inner diameter 100 μm) for the sample flow were inserted through the other two holes. The detection 
volume is defined by the distance between the fiber ends and the core diameter. The gap between the 
fiber ends was 31 μm, which created a detection volume of 4 nL. Samples of the laser dye 1,1’-diethyl-
4,4’-dicarbocyanine iodide (DDCI) in dimethyl sulfoxide (DMSO) were measured with phase-shift 
CRDS at different concentrations at a wavelength of 810 nm. A detection limit of Cmin = 6 μM DDCI 
in DMSO was obtained, which corresponds to an absorbance of ε·Cmin = 2.0 cm–1. Since the upper 
concentration limit was 5.5 mM, we determined a dynamic range of 3 orders of magnitude for  
this system. 

Later our group used a similar system as an online detector for CE of biomolecules [43]. The 
interface to the liquid was fabricated by drilling holes through a polymethyl methacrylate (PMMA) 
block, where the capillary and the two ends of the fiber strand were inserted and affixed using epoxy 
glue. The fibers were aligned to the capillary walls at a distance of 30 μm. To increase the 
transmission through this sample gap, a microlens with a radius of 76 μm was made at one of the fiber 
ends by melting the end in the electric arc of a fusion splicer. A fiber coupler with a split ratio of 99:1 
was used to couple 810 nm light into the loop. Measurements were performed using capillary 
electrophoresis to separate dye-labeled human serum albumin (HSA) from the unbound NIR dye 
(ADS805WS). The excess free dye and the dye/protein complex were resolved using a run buffer  
of 10 mM boric acid with pH 10.0, the labeling coefficient was determined to be ~6. The detection 
limit was 1.6 cm–1, corresponding to 1.67 μM of the labeled HSA. 

The above experiments all operated at near-infrared wavelengths, which limits the variety of 
substances that can be detected. More recently, the fiber loop ring-down method was adapted to 
shorter wavelengths. For example, Andachi et al. [44] used a picosecond pulsed diode laser at 660 nm 
with a fiber loop cavity. Two erbium doped fiber amplifiers were used in series to obtain stable and 
intense pulses of 40 ps duration by gain-switching. The fiber loop was made from 4.69 m of 
multimode fiber with a 50 μm core diameter. Two fiber couplers with a 99:1 split ratio were spliced 
into the loop, one for injecting laser light into the loop and the second one for directing a fraction of 
the light to a photomultiplier tube. The fiber loop contained a microcell (gap width: 100 μm, detection 
volume: 200 pL) to introduce a liquid sample between the fiber ends. A biexponential decay was 
observed with ring-down times of 399 ns (0.247 dB loss per round trip) and 118 ns (0.834 dB loss) 
corresponding to the decay of core and cladding modes, respectively. Measurements of methylene blue 
in an aqueous solution were performed at a wavelength of 660 nm. The detection limit was determined 
to be 50 μM, which corresponds to an absorption loss of 6 cm-1. 
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Our latest system [20] operates at 405 nm since many biomolecules (e.g., proteins) have strong 
absorption features in this region. The optical attenuation of UV waveguides is orders of magnitude 
higher compared to near-IR waveguides. We designed a system that consisted of a comparably short 
fiber loop (10 m length), a photomultiplier tube attached to a bend in the fiber, and a fiber-coupled 
diode laser. Unfortunately, fiber optic couplers for multimode UV-waveguides are not commercially 
available. Therefore, we devised an interface that let us introduce the sample liquid and the light into 
the loop at the same time. In the interface the two fiber loop ends were placed 190 μm apart in a 
groove that was cut into PMMA polymer. Another fiber coming from the laser was affixed into a 
second groove that had been cut at a narrow angle to this sample gap. Here, it irradiated one of the 
fiber ends to couple light into the loop (see Figure 4). The sample entered the interface through a hole 
in the top plate in front of the delivery fiber, flowed along the groove and between the gap in the fiber 
loop and then exited the interface through a hole below the sample gap. The detection volume was 
given by the distance between the fiber ends and the core diameter and had a size of 6.0 nL. This 
interface avoids introducing additional losses due to a fiber coupler and can be used with any type of 
fibers, including mid-infrared fibers or even photonic crystal fibers.  

Phase-shift cavity ring-down detection was used because of the higher data acquisition rate and 
because short ring-down times could be compensated by increasing the modulation frequencies 
(modulation frequency: 1 MHz here, τ = 140 ns, effective absorption path: 550 μm). Measurements of 
tartrazine (yellow food dye), myoglobin and a pharmaceutical component provided by Eli Lilly, 
Canada, were performed at low micromolar concentrations (see Figure 5). 

Figure 4. A custom interface is used to direct liquid between the fiber ends and to couple 
light from the light source into the loop. The delivery fiber irradiates the fiber loop ends so 
that some of the light enters the loop. The sample is injected through a hole in the top plate 
in front of the delivery fiber, flows along the groove to the gap between the fiber ends and 
exits through a hole in the bottom plate [20]. (a) Top view. (b) Computer generated 
schematic image. 
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Figure 5. Measurements of tartrazine at 405 nm with phase-shift CRD (red curve, top) and 
single pass absorption (black, bottom). Samples (5 μL) of different concentrations  
were injected into a flow of water (flow rate: 10 μL/min) with a sample injector 
(Rheodyne) [20]. 

 

A detection limit of 5 μM tartrazine or 1 μM myoglobin is achieved; this corresponds to an 
extinction of 0.11 cm–1 or 30 femtomoles of tartrazine in the detection volume. At the same time 
transmission spectroscopy was performed on the sample flowing along the groove (path length: 3 mm). 
Despite the 15-fold larger absorption path (and sample volume!) for the transmission measurement, the 
ring-down measurement has a four-fold higher sensitivity and a larger dynamic range. The direct 
transmission measurement is limited by laser power fluctuation to which CDRS is insensitive. For a 
more accurate transmission measurement, a second detector would be needed to normalize the  
laser power. 

2.3. Evanescent Field Absorption 

Instead of leaving a gap in the fiber cavity, which introduces large losses on its own, it is possible to 
use the evanescent wave of the circulating light for concentration measurements. The evanescent wave 
can interact with the surrounding medium leading to cavity losses, either by attenuation (absorption 
and scattering) of the evanescent field, or by dissipation of the energy, if the refractive index of the 
samples approaches that of the cladding. By measuring the ring-down time the cavity losses due to the 
evanescent wave interaction can be determined. Usually the evanescent field of the core mode(s) is 
contained entirely inside the cladding; thus for a measurable interaction with the sample it needs to be 
extended into the surrounding medium. This can be achieved by tapering, etching or side-polishing the 
fiber (see Figure 3). An effective absorption path can be obtained from the evanescent field depth of all 
guided modes [45]. For a single-mode fiber, the evanescent field of the core mode can be obtained 
directly from its mode field diameter [3].  
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Sigrist’s group [16] demonstrated the use of fiber CRD spectroscopy in combination with 
evanescent field absorption for chemical sensing applications. As the sensing element an etched single 
mode fiber was used in a linear cavity with a length of 0.576 meters. High reflectivity dielectric 
coatings (R > 99.9%) on both fiber ends acted as cavity mirrors. The sensor was prepared by stripping 
the coating from the fiber and etching in buffered hydrofluoric acid solution (caution: extremely 
dangerous). The evanescent field experiences absorption due to the water present in the etch solution. 
With decreasing fiber diameter, the evanescent tail expands into the solution, the absorption increases, 
and the ring-down time decreases. Before etching the fiber diameter was 125 μm and the ring-down 
time was 755 ns corresponding to a round trip loss of 0.016 dB. When the fiber was etched to a 
diameter of 63 μm the ring-down time was reduced to 550 ns (0.022 dB). A detection limit  
of 4.68 × 10–4 dB loss was achieved. 

Field access blocks have also been used to extend the evanescent field into the sample. Here, the 
fiber is side-polished to remove a part of the cladding. Gupta et al. [17] designed a single mode fiber 
cavity using fiber Bragg gratings (FBG) as mirrors and a 6.9 cm long evanescent-wave access block 
for chemical sensing. The block was immersed in a glycerin/water mixture so that the external 
refractive index could be varied from 1.4746 (pure glycerin) to 1.330 (pure water). From the increase 
of cavity losses with increasing refractive index a cavity gain factor of about 100 was determined. 

Tapered fibers are a third method to extend the evanescent wave into the surrounding sample.  
Tarsa et al. [22] developed a fiber loop ring-down system with a tapered fiber region. The resonator 
consisted of a 2.2 km long single mode fiber, two fiber couplers with 99:1 split ratio and a tapered 
section. The taper was 28.0 mm long, has a waist radius of 10 μm, and was slightly bent to enhance the 
evanescent field. The small waist allowed complete conversion of the core mode to an evanescent 
cladding mode. For absorption measurements the taper was immersed in 1-octyne with an absorption 
line at 1532.5 nm. By scanning across this absorption line, the concentration was determined with a 
detection limit of 1.05% 1-octyne, corresponding to an absorption of 260 cm–1. The same setup was 
also used for biological cell detection [23]. Cells have a nucleus with a high optical density that leads 
to efficient scattering. The scattering loss varies with cell size and shape and the amount of high 
refractive index organelles. In order to localize the cells on the tapered region, the fiber taper was 
coated with a polypeptide (poly-D-lysine) that is optically transparent and has a strong binding affinity 
for cellular membrane proteins. Tarsa et al. performed measurements on mammalian cancer cells since 
they are of considerable interest, are relatively large (10 μm) and have high melanin content. By 
adding trypsin the adhered cell can be detached from the coated fiber. After the cell was attached to the 
coating the surrounding solution was removed to increase the difference in refractive index. The  
ring-down time changed linearly for 0 to 150 cells attached to the fiber. The rate of change in the  
ring-down time was 0.23 μs/cell, thus allowing single-cell detection. 

Another method uses identical pairs of long-period gratings (LPG) to extend the evanescent field by 
converting the core mode into a specific low-order cladding mode - depending on the period of the 
grating and the wavelength of the light [46]—and then recouple into the core mode. The device would 
form a Mach-Zehnder interferometer, if the light was split approximately evenly between the core and 
the single cladding mode [47]. However, if most of the light is transferred into the cladding mode and 
then recoupled into the fiber core, the absorption of the evanescent wave may be measured. Pu et al. 
made such an absorption sensing element from two identical LPGs that were placed 16 cm apart into a 
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fiber loop and that transferred 99% of the light from core to cladding and back to the core mode [48]. 
The absorption length is larger than what is usually achieved with tapered fibers or D-shaped fibers 
and the insertion losses are lower than that of a microcell. Decane is transparent at the detection 
wavelength near 1,535 nm and has a refractive index of n = 1.412. Immersing the fiber with the LPGs 
into decane shifted the LPG attenuation peak to shorter wavelength by 10 nm but its spectral shape 
remained the same. 1-octyne (refractive index n = 1.417) has an absorption peak near the laser 
emission of 1534.3 nm and, as expected, an increase in the concentration resulted in larger losses in 
the fiber cavity and decreased the ring-down time. A detection limit of 0.62% 1-octyne was 
determined corresponding to an absorption of 150 cm-1. 

Evanescent wave absorption is limited by the small fraction of the mode volume that has a chance 
of interacting with the sample. For many evanescent wave sensors shown above no more than a few 
percent of the light intensity can be attenuated with each roundtrip, even if the evanescent portion of 
the mode was completely absorbed. On the other hand, the insertion loss for many of these sensors is 
much lower compared to direct absorption through, for example, a gap in the fiber loop.  

2.4. Refractive Index Measurements 

Refractive index changes can also be correlated to sample concentrations and fiber-optic based 
refractive index sensors have a long history. Some of the most sensitive devices are based on 
interferometry [49] and will not be reviewed here. When a fiber cavity is used as a sensing element, 
the change in the refractive index of the medium surrounding the fiber can have two effects. First, the 
wavelength of the cavity mode resonances shifts when the mode’s refractive index (propagation 
constant) is changed. Second, the attenuation associated with a cavity resonance may change when 
refractive index sensitive components, such as LPGs, are placed into the cavity (see Figure 6). LPGs 
show attenuation spectra that are strongly dependent on the refractive index of the environment, and 
by placing them into a fiber cavity their attenuation is amplified.  

The relationship between refractive index changes and concentration changes is given by the 
Lorentz-Lorenz equation [50]. With this equation the refractive index nmix of a mixture (volume 
fractions q1 and q2) can be calculated when the refractive indices ni of each component is known. 

2 2 2
1 2

1 22 2 2
1 2

1 1 1
2 2 2

mix

mix

n n nq q
n n n

− − −
= +

+ + +
 (7) 

In very recent experiments (published in this issue of Sensors) Gagliardi and co-workers 
demonstrated refractive index measurements through both changes in the wavelength position of the 
cavity resonances and ring-down time (attenuation) measurements in a 2.5 m fiber loop cavity. Using  
a 1 mm evanescent field block they have exposed the core mode to solutions of increasing refractive 
index. It was found that the cavity finesse decreases and the free spectral range increases, as expected, 
with higher optical loss in their evanescent field block. As a consequence of the increased refractive 
index of the evanescent wave the mode spectrum appears red-shifted.  



Sensors 2010, 10              
 

 

1729

Figure 6. Different sensor elements for refractive index change measurements. Refractive 
index sensitive elements like (a) long-period gratings (LPG) or (b) tilted fiber Bragg 
gratings (FBGs) are often used. (c) By coating an LPG with a polymer the sensor element 
can be made more sensitive and more selective. (d) Circular birefringent samples have 
different refractive index for left or right circularly polarized light. In this sensor element 
the linear polarized light from the fiber is converted to circular polarized light by a quarter 
waveplate before being transmitted through the sample. A second quarter waveplate 
restores the linear polarization before coupling the light back into the cavity fiber. 
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In an interesting variation of this theme, Song et al. [51] had earlier used a free-space Fabry-Pérot 

cavity formed between two gold-coated fiber ends to measure the refractive index and the size of 
living cells. A micropipette held the cell in the cavity and, again, the spectral shift in the cavity modes 
was measured. The shift was related to the refractive index in the cavity and by comparing the spectral 
shift of two buffer solutions (with different refractive indices) with and without cell in the cavity, the 
refractive index of the cell was determined without knowledge of the actual refractive index of the 
buffers. The cavity and the cell holder were incorporated into a microchip with channels for the two 
buffer solutions. The cavity had a length of 35.5 μm and the mirrors had a reflectivity of 80%. The 
refractive index and the size of Madin-Darby canine kidney cells (diameter 16–20 μm) were measured 
with a precision of 0.2% for the refractive index and 4.0% for their size. 

There are many examples of refractive index sensors, which exploit the sensitivity of fiber gratings 
to the refractive index of the environment. Their optical loss can be amplified in a fiber-optic cavity. 
For example, Liu et al. [52] presented a system consisting of a linear cavity with two chirped FBGs as 
mirrors and a long-period grating (LPG) for refractive index change measurements (see Figure 6a). 
The FWHM of the FBG reflectivity was much broader than the linewidth of the laser pulses (1.50 nm 
versus 0.08 nm), and the system was relatively insensitive to thermal drifts of the FBG’s central 
wavelength. The LPG was chosen so that its attenuation peak was outside the reflection wavelength 
range of the chirped FBGs. When the surrounding refractive index changed, the attenuation peak 
shifted into the wavelength range of the FBGs, thereby increasing the cavity losses. The system was 
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tested by applying index-matching liquids with refractive indices between 1.40 and 1.44 to the LPG. 
Liu et al. achieved a refractive index resolution of 9.93 × 10–4 at 1.410 and 4.19 × 10–4 at 1.440. 

The LPG can also be coated with a polymer that changes its refractive index by uptake of chemicals 
(see Figure 6c). With customized coatings these LPG sensors can be made very sensitive, since the 
partition coefficient of the compound of interest can be quite high. Solid-phase microextraction then 
preconcentrates, say, environmental pollutants in the polymer matrix by 2 to 3 orders of magnitude. In 
addition, rudimentary chemical selectivity can be achieved by functionalizing the polymer coating.  

We developed such a sensor with a polymer that is based on polydimethylsiloxane (PDMS) 
polymer which was functionalized with diphenylsiloxane units to enhance sensitivity to aromatic 
compounds [21]. The titanium isopropoxide crosslinker not only rigidifies the polymer but also helps 
adjusting the refractive index. Tuning the refractive index of the polymer coating is critical, since 
optimum sensitivity is achieved when the refractive index of the polymer is slightly below that of the 
cladding, i.e., between 1.423 and 1.438 at 1,550 nm. Here, the polymer had a refractive index  
of 1.4237 and the thickness of the polymer coating was about 20 μm. 

The coated LPG was mounted in a fiber loop cavity with two fiber couplers to couple light in and 
out of the cavity, and phase-shift CRD was used as the detection method. Measurements of xylene and 
cyclohexane were performed by adding their vapors to a nitrogen flow with concentrations up  
to 5,400 ppm for xylene and 62,700 ppm for cyclohexane, corresponding respectively to 50% 
saturation pressure. Xylene has a refractive index of 1.4802 and therefore causes an increase in the 
refractive index of the polydimethylsiloxane (PDMS)-based coating and thus a shift of the LPG peak 
to shorter wavelengths. Cyclohexane has a refractive index of 1.4141, which causes the peak to shift to 
longer wavelengths allowing differentiation of the two substances (see Figure 7). The laser wavelength 
was set to the slope of the long wavelength attenuation peak so that even a small shift in peak position 
resulted in a large change of the loop losses. The detection limit of xylene is 320 ppm. The coating 
fully recovers when the vapor is removed so the same LPG and coating may be reused many  
times [21]. 

The same chemical system was used in our group very recently on another fiber sensing platform, 
i.e., a cavity defined by two identical narrow-band FBGs. The coated LPG was spliced into this cavity 
and light was introduced using a 95:5 fiber-fiber coupler (see Figure 8). A similar setup has been 
previously used by Bo et al. for temperature and strain measurements [53]. Xylene and cyclohexane 
were introduced at different saturation pressures between 2.5% and 50% and their concentrations were 
measured through the change in phase angle at 1550 nm. Laser radiation from a tunable diode laser 
was modulated at 300 kHz. A coating containing 35 mol% of PDMS and 65 mol% 
polymethyloctylsiloxane (PMOS) was used to enhance the selectivity to cyclohexane uptake and to 
tune the refractive index of the coating in the vicinity of 1.428, just below that of the silica cladding. 
The detection limit in this preliminary experiment was 1.7% saturation pressure (1900 ppm) for 
cyclohexane and 1.25% (140 ppm) for xylene.  
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Figure 7. Spectra of a long-period grating (period Λ = 236 μm), which is coated with a 
polydimethylsiloxane-based polymer microextraction phase, that contained 8.5% 
diphenylsiloxane and 0.5% titanium cross linker. Each curve shows two attenuation 
features corresponding to two different low-order cladding modes. Both peaks shift as the 
coated LPG is exposed to 0–50% cyclohexane vapor (top panel) and xylene vapor 
(bottom). As the partial pressure, given here as percent of the saturation pressure, of the 
gas increases, the refractive index of the polymer coating decreases (increases) upon 
uptake of cyclohexane (xylene) causing a shift to longer (shorter) wavelengths [21].  
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Figure 8. Fiber cavity ring-down for quantification of xylene and cyclohexane using a 
polydimethylsiloxane / polymethyloctylsiloxane coated long-period grating as a refractive 
index sensor. (a) Scheme of the experimental setup. (b) Response of the ring-down cavity 
to changes in xylene or cyclohexane concentration. As the xylene (cyclohexane) gas 
partitions into the polymer coating, its refractive index increases (decreases). This leads to 
a blue (red) shift of the LPG attenuation peak and correspondingly to a decrease (increase) 
of the ring-down time. At high concentrations, e.g., above 30% xylene, the LPG 
attenuation peak shifted so much that the FBG reflectance lies on the rising slope of the 
LPG attenuation peak and the ring-down time increases again. (c) The transmission 
spectrum of the cavity shows the broad LPG attenuation peak and the narrow reflection 
band of the two FBGs located near the mid-attenuation point.  
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A direct comparison of the fiber loop sensor and the linear fiber cavity sensor shows that the 
sensitivity is higher and detection limit lower for our linear fiber cavity system. This is likely due to 
slightly lower round trip losses and a larger light output at the detector. On the other hand, it was 
difficult to tune the refractive index of the coating in such a way that it would shift the attenuation 
peak of the coated LPG to align with the FBG cavity reflection spectrum. Calibration measurement of 
the etched Λ = 236 μm LPGs used in the both cavities show a sensitivity of 40,000 nm/RIU  
(RIU = refractive index unit). 

A tilted FBG may be used instead of the LPG as a refractive index sensing element (see Figure 6b), 
as shown by Zhou et al. [54]. Similar to an LPG, a FBG with a large tilt angle couples narrow 
bandwidth radiation from the core mode to the cladding modes, but it exhibits a lower thermal 
sensitivity and greater insensitivity to bending. The 1 m long fiber cavity consisted of two FBGs acting 
as mirrors and a tilted FBG for sensing refractive index changes. As in the case of the LPG described 
above, the coupling between core and cladding modes caused large losses in the cavity depending on 
the propagated wavelength and the refractive index of the surrounding material. The attenuation peak 
shifted in response to the refractive index of the tilted FBG’s environment and, like the LPGs, the 
sensor was most sensitive in a 50 nm wavelength window near the FBG’s mid-attenuation point. As 
stated earlier, the cavity losses change with an increase of the environment’s refractive index, which 
leads to a change in ring-down time. A sensitivity of 154 μs per refractive index unit (RIU) was 
achieved. The system was optimized to operate in water and the largest sensitivity was near a 
refractive index of 1.33. By monitoring the peak position instead of the ring-down time, refractive 
index changes can be monitored with a sensitivity of 340 nm/RIU. 

Meng et al. also developed and characterized a related fiber loop CRD sensor [55] for refractive 
index. The sensing element in their loop was a 2 cm long section of the single mode fiber that was 
etched from a 125 μm diameter to only 13.62 μm. The etched fiber part was immersed in dimethyl 
sulfoxide (DMSO) and a water-DMSO mixture. DMSO has a refractive index that is only slightly 
higher than that of silica and solutions of different refractive indices can be obtained by mixing water 
with DMSO. A model for the optical loss was developed that took optical absorption and refractive 
index into consideration.  

Chiral liquids are a particularly interesting target for refractive index measurements. When chiral 
liquids are enriched in one of their two enantiomers, they become optically active, i.e., the refractive 
indices for left and right circularly polarized light are different and the polarization plane of linearly 
polarized light is rotated. The circular birefringence (optical rotation) may be very small, even in pure 
chiral liquids. Therefore, Vollmer et al. [56] used fiber cavities to enlarge the effective interaction path 
length without increasing the sample volume. They demonstrated that the resonator modes for left- and 
right-circularly polarized light shift by an equal amount in wavelength but in opposite directions. The 
resonator is made of a single-mode fiber, of which 20 cm have been replaced by a U-bench containing 
collimators, quarter-wave plates and a 10 cm liquid cuvette (see Figure 6). The quarter-wave plate in 
front of the cuvette transforms the quasi-linear modes into left-circularly and right-circularly polarized 
light; the second quarter-wave plate restores the linear polarization. A tunable DFB laser at 763 nm is 
used to examine the two distinct resonator mode spectra associated with left and right polarized light. 
By inserting chiral liquids into the cuvette these two resonator mode spectra shift with respect to each 
other. With a wavelength shift resolution limit of 0.02 pm Vollmer et al. were able to quantify 



Sensors 2010, 10              
 

 

1734

birefringence of only 2 × 10–7. Measurements of three chiral substances, limonene, pinene, and 
carvone, were performed. Enantiomers induce birefringence with opposite sign, and by mixing the 
chiral molecule with its enantiomer the amount of birefringence is adjusted. As expected, a 50:50 
(racemic) mixture of enantiomers did not exhibit any birefringence, while the measured birefringence 
varied linearly with the amount of enantiomer added to the chiral liquid. 

3. Amplified CRDS 

Almost all sensing elements (micro-optic cells, gratings, tapers, etc.) introduce rather large optical 
losses in a fiber cavity - in addition to those caused by couplers and splices. All those losses reduce the 
ring-down time of the empty cavity and limit the sensitivity and detection limit of fiber based CRD 
measurements. In principle, this problem can be overcome by inserting a fiber amplifier to compensate 
for all “undesired” losses in the cavity such that, in an ideal case, very long ring-down times are 
obtained. Under these ultrasensitive conditions any sample interaction will significantly reduce the 
ring-down time, and the detection limit and sensitivity would be greatly improved.  

In this ideal experiment the roundtrip gain, G, compensates exactly the roundtrip losses, Lsys, 
whereas the losses due to the interaction with the sample Lsample remain uncompensated. Assuming that 
the gain and the losses are independent of the light intensity and that their fluctuations are negligible 
during the ring-down event, the ring-down time is simply 

( )ln
RT

samplesys

t
L L G

τ =
− + −

 (8) 

A light pulse injected into such an optical cavity will decay with a time constant τ that depends only 
on the difference between the total losses and the gain, and the round-trip time tRT. As before, the  
ring-down time can be determined by pulsed CRDS, cw CRDS or phase-shift CRDS, but by applying 
an amplification much longer ring-down times can be achieved. If the gain is larger than the combined 
losses, “ring-up” occurs and the fiber cavity becomes a fiber laser. 

Erbium doped fiber amplifiers (EDFAs) operate at wavelengths between 1,520 nm to 1,560 nm and 
are readily available due to their use in the telecommunications industry. Other less commonly used 
fiber amplifiers are doped with e.g., thulium to provide gain at 1460-1530 nm or 800-850 nm, with 
praseodymium for gain near 1.3 μm and with neodymium or ytterbium for gain around 1 μm.  

Amplified cavity ring-down spectroscopy in the time domain was first demonstrated in 2001 by 
Culshaw and coworkers [57]. They replaced a part of the fiber loop (length of 58 m) with a 15–20 m 
long erbium-doped fiber amplifier, which compensates for most of the undesired loss. In their initial 
experiments the gain was kept below the lasing threshold and the decay of an injected laser pulses was 
monitored. A bandpass filter was used to select the circulating wavelength and a variable attenuator 
allowed for adjustment of the intracavity losses. As well, a 5 cm long open path gas cell with  
GRIN-lenses on both fiber ends was inserted into the loop for gas absorption measurements. A ring-
down time of 2.6 μs was achieved (round trip loss: 0.48 dB); however, fluctuations in the ring-down 
time due to drifts in the amplifier gain were too large for trace gas sensing applications. In an 
improved setup the ring-down time was increased to 10 ± 2 μs (round trip loss 0.12 ± 0.02 dB) [58]. 
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The above experiments were complicated by the fact that EDFAs are build for amplification by one 
to three orders of magnitude and not for gain factors of, say, 1.1999 as needed for loop losses  
of 20.00%. This problem can be circumvented by setting the gain above the lasing threshold, such that 
the fiber cavity becomes a free-running fiber laser. The EDFA is then gain-clamped to the laser 
threshold and ring-down measurements are possible at wavelengths different from the lasing 
wavelength. With such a setup Culshaw and coworkers [59] achieved ring-down times of 30 μs to 
100 μs, depending on wavelength of the DFB laser. The success of the ring-down time depends upon 
the proximity of the lasing wavelength to the probe wavelength; the largest ring-down times are 
recorded when the two wavelength are near coincidence. Ring-down times up to 200 μs (0.004 dB loss 
per round trip) are observed under these conditions. Conversely, as the wavelengths approach one 
another the relaxation oscillations increase. The excited state lifetime of erbium is relatively long and 
these oscillations decay over a period of a few milliseconds, yet the ring-down time may still be 
extracted from the first half cycle [59]. Even so, the ring-down trace is partially distorted and the 
oscillations produce an unstable environment to take measurements. Therefore, the accuracy and 
reproducibility of the 200 μs ring-down time is limited. The final limiting factor of this setup was the 1 
nm band pass filter bandwidth, which made it difficult to scan the wavelength of the laser as it is 
needed for gas spectroscopy.  

Thereafter, a digital narrow band-pass filter was used to eliminate the low-frequency distortion due 
to relaxation oscillations and the high frequency noise [60]. This modification yields an impressive 
ring-down time of 10 ms. The very low loss of 0.00010 dB per roundtrip came at a cost of increased 
variations (up to 30%) in the ring-down time. This was attributed to drifts of the free-running laser 
wavelength with respect to the DFB wavelength and mode-hopping of the fiber laser. While such a 
setup is extremely sensitive to optical losses in the loop it is not quite adequate for the acquisition of 
spectra due to the necessity for the two wavelengths to be near coincidence. It was found that scanning 
this second “probe” laser also required changing the free-running laser wavelength and then produced 
relaxation oscillations. This problem may be overcome by implementing a setup using two nested 
loops that share the same amplifier but operate at very different wavelengths. Such a setup was 
described by Stewart et al. but was, to the best of our knowledge, not implemented [57].  

Our group revisited this experiment proposed by Stewart et al. in 2001 [57]. Using two nested loops 
that shared the same EDFA, the inner loop formed a fiber laser that “clamped” the amplifier at its gain 
threshold, while the outer “ring-down” loop contained a sample cell and operated just below the lasing 
threshold (see Figure 9). The relative gain in these two loops was balanced by adjusting a variable 
optical attenuator. The wavelength of the inner loop was set by a narrow tunable band pass filter. The 
band pass filter in the outer loop was used to prevented crosstalk between the loops and was set to the 
wavelength of the injected laser light.  
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Figure 9. (a) Setup of the amplified cavity ring-down system using two fiber loops that 
share the same amplifier. The lasing inner loop stabilizes the gain, and the outer loop is 
used for the ring-down measurements. The advantage compared to the single-loop system 
is that the lasing wavelength and the wavelength for the spectroscopic measurement do not 
need to be near or at coincidence to produce ultra-long ring-down times. (b) Measurement 
of acetylene in helium; 1 bar total pressure.  
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In a preliminary phase-shift CRD experiment a 6 cm gas cell, formed using two GRIN lenses, was 

inserted into the outer loop. By careful adjustment of the variable optical attenuator ring-down times 
up to 200 μs were achieved (effective roundtrip loss of 0.0163 dB). A spectrum of the P(13) line of the 
ν1+ν3 combination band of acetylene was obtained and a detection limit of ~25 ppm was determined. 
The spectra were obtained at atmospheric pressure resulting in pressure broadened linewidth of ~3.14 
GHz. Future work will be focused on replacing the gas cell with a photonic crystal fiber to obtain a 
longer interaction path length and smaller sample volumes. 

Ni et al. [61] also developed an amplified cavity ring-down system in which a digital least-mean-square 
filter is used to reduce ASE noise to improve the accuracy of the measurements. The fiber cavity 
contains two fiber couplers with 50:50 split ratio, a tunable gain EDFA, a tunable narrow band-pass 
filter, a optical variable attenuator and a NIST standard gas cell. The least-mean-square filter is a 
digital filter with self-adjusting characteristics and is used to remove ASE noise produced by the 
EDFA, which is the main limitation for their amplified CRD system. The pulse train of the ring-down 
event is filtered at once by estimating the noise. By using the least-mean-square algorithm the filter 
coefficients for the noise estimation improve gradually as the filter learns the characteristics of the 
signal. This filter reduced the error of the ring-down measurement by 9 dB at a ring-down time  
of 2.7 μs. With a newer system [62] the same group obtained ring-down times up to 101.2 μs 
corresponding to a round-trip loss of 0.218 dB. Measurements of acetylene (C2H2, at 1531.54 nm) 
were performed and a detection limit of 70.1 ppm and an accuracy of 15 ppm was determined. This 
detection limit is 8.2 times smaller than what was achieved without the filter. 
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Ni et al. used the same setup for a refractive index change sensor with a LPG [63]. The sensor is 
suitable for refractive index changes in the range from 1.35 to 1.43. Immersing the LPG in oils with 
refractive indices between 1.35 and 1.43 shifted the resonance wavelength of the LPG and therefore 
increased the losses of the loop. Instead of measuring the change in ring-down time, the ring-down 
time was kept constant by adjusting the variable attenuator. The needed attenuation then contains the 
information about the refractive index of the medium surrounding the LPG. The results exhibit a linear 
relationship between the attenuator loss and refractive indices between 1.35 and 1.43. 

4. Conclusions 

Cavity ring-down spectroscopy using either fiber loops or linear fiber cavities is well suited to 
amplify losses in fiber optic inline sensors. One can build sensitive, robust and inexpensive sensor 
systems, when these fiber optic sensors are designed to react to the optical properties associated with a 
chemical species of interest, such as absorption, refractive index, or birefringence. The large number of 
sensor head designs that are now incorporated into fiber cavities speak to the wide range of possible 
applications. The insensitivity to fluctuations in the light source output and detector response is a 
particularly attractive feature of any CRD method—including fiber-optic CRD—and has the potential 
to reduce operating costs and calibration for fiber sensor systems. 

However, a fiber cavity may not always help increase the sensitivity of the sensor system and one 
must carefully consider the sensor properties. For example, the insertion loss of the sensor head, i.e., 
its loss in the absence of analyte, may severely limit the sensitivity and detection limit. Insertion losses 
of over 10% are common for direct absorption cells as described in section 2.2; they are lower (<1%) 
for off-resonance FBGs, and depend on the design of fiber tapers, etched regions, evanescent field 
access blocks, and LPGs. Furthermore, almost all sensor heads have high sensitivity only when their 
insertion loss is also large, i.e., the gain in sensitivity of the sensor is offset by the loss of sensitivity of 
the ring-down measurement. Consider, for example, that direct absorption sensors increase sensitivity 
with the width of the gap, that tapers, evanescent field blocks and etched regions are most sensitive 
when much of the core mode is exposed, and that high attenuation LPGs are frequently more sensitive 
than those with low insertion loss. Each increase in the sensor element’s sensitivity also leads to a 
higher insertion loss and, in the extreme, may render the use of cavity enhancement useless. 

Some fiber optic components are commonly available only for single mode fibers (FBGs, LPGs) 
whereas others (tapers, direct absorption, field access blocks) are also available for multimode fibers. 
Amplified fiber loop ring-down may be a powerful (albeit expensive!) option to boost the sensitivity of 
single mode fiber sensors. 

For sensors that may be interrogated at a single wavelength in the telecom region, the linear fiber 
cavity formed by two FBGs is preferred over the fiber loop, since it achieves a higher finesse and is 
more compact and easily coupled to the light source or detector. The fiber loop cavity is a better 
option, when the fiber core needs to be large (e.g., for evanescent field or direct absorption 
measurements), when wavelengths outside the telecom region need to be used to interrogate the sensor 
head, or when the light source has a broad emission spectrum. Fiber loops can also be formed from 
unconventional fibers, such as photonic crystal fibers or hollow core waveguides, liquid core 
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waveguides, or infrared (ZBLAN or chalcogenide) waveguides and it appears as if a number of 
research groups are exploring these approaches.  

Fiber-CRD measurements are still a novel tool and many research groups currently explore its 
applications in analytical chemistry and biochemistry. Novel applications appear with increasing 
frequency and it is quite possible that in 5 years the most prominent use of fiber CRD has not even 
been anticipated in this review.  

Acknowledgements 

This work is the result of a collaborative effort that involved three research groups at the 
Department of Chemistry at Queen’s University and we thank Prof. Crudden, Oleschuk and Brown for 
their invaluable insights into the research presented here. We are grateful to Zhaoguo Tong, Runkai Li, 
Nick Trefiak, Jun Zhang and Klaus Bescherer for their many contributions to this research. We thank 
Gianluca Gagliardi for sharing his results prior to publication and for many stimulating discussions.  

This work was supported by the Natural Sciences and Engineering Research Council of Canada, the 
Canadian Institute for Photonic Innovations, the Ontario Centres of Excellence, the Natural Sciences 
and Engineering Research Council of Canada, Eli-Lilly Canada (Toronto, ON) and ITF Labs 
(Montreal, QC). 

HW acknowledges a scholarship from the Swiss National Science Foundation, and AC 
acknowledges financial support from Queen’s University.  

 
References and Notes 
 
1.  Paldus, B.A.; Kachanov, A.A. A historical overview of cavity-enhanced methods. Can. J. Phys. 

2005, 83, 975-999. 
2.  Mazurenka, M.; Orr-Ewing, A.J.; Peverall, R.; Ritchie, G.A.D. Cavity ring-down and cavity 

enhanced spectroscopy using diode lasers. Annu. Rep. Prog. Chem. Sect. C 2005, 101, 100-142. 
3.  Loock, H.-P. Cavity Ring-Down Spectroscopy: Techniques and Applications, 1st ed.; Berden, G., 

Engeln, R., Eds.; Wiley-Blackwell: Hoboken, NJ, USA, 2009. 
4.  O'Keefe, A.; Deacon, D. Cavity ring-down optical spectrometer for absorption measurements 

using pulsed laser sources. Rev. Sci. Instrum. 1988, 59, 2544-2551. 
5.  Morville, J.; Kassi, S.; Chenevier, M.; Romanini, D. Fast, low-noise, mode-by-mode, cavity-enhanced 

absorption spectroscopy by diode-laser self-locking. Appl. Phys. B: Lasers Opt. 2005, 80,  
1027-1038. 

6.  Paldus, B.A.; Harb, C.C.; Spence, T.G.; Wilke, B.; Xie, J.; Harris, J.S.; Zare, R.N. Cavity-locked 
ring-down spectroscopy. J. Appl. Phys. 1998, 83, 3991-3997. 

7.  Hallock, A.J.; Berman, E.S.F.; Zare, R.N. Direct monitoring of absorption in solution by cavity 
ring-down spectroscopy. Anal. Chem. 2002, 74, 1741-1743. 

8.  Bahnev, B.; van der Sneppen, L.; Wiskerke, A.E.; Ariese, F.; Gooijer, C.; Ubachs, W. 
Miniaturized cavity ring-down detection in a liquid flow cell. Anal. Chem. 2005, 77, 1188-1191. 

9.  Snyder, K.L.; Zare, R.N. Cavity ring-down spectroscopy as a detector for liquid chromatography. 
Anal. Chem. 2003, 75, 3086-3091. 



Sensors 2010, 10              
 

 

1739

10.  Bechtel, K.L.; Zare, R.N.; Kachanov, A.A.; Sanders, S.S.; Paldus, B.A. Moving beyond 
traditional UV-visible absorption detection: Cavity ring-down spectroscopy for HPLC. Anal. 
Chem. 2005, 77, 1177-1182. 

11.  Xu, S.; Sha, G.; Xie, J. Cavity ring-down spectroscopy in the liquid phase. Rev. Sci. Instrum. 
2002, 73, 255-258. 

12.  Seetohul, L.N.; Ali, Z.; Islam, M. Broadband cavity enhanced absorption spectroscopy as a 
detector for HPLC. Anal. Chem. 2009, 81, 4106-4112. 

13.  Alexander, A.J. Flowing liquid-sheet jet for cavity ring-down absorption measurements. Anal. 
Chem. 2006, 78, 5597-5600. 

14.  Vogelsang, M.; Welsch, T.; Jones, H. A free-flowing soap film combined with cavity ring-down 
spectroscopy as a detection system for liquid chromatography. J. Chromatogr. A 2009, 
doi:10.1016/j.chroma.2009.10.053. 

15.  van der Sneppen, L.; Ariese, F.; Gooijer, C.; Ubachs, W. Liquid-phase and evanescent-wave 
cavity ring-down spectroscopy in analytical chemistry. Annu. Rev. Anal. Chem. 2009, 2, 13-35. 

16.  von Lerber, T.; Sigrist, M.W. Cavity Ring-down principle for fiber-optic resonators: experimental 
realization of bending loss and evanescent-field sensing. Appl. Opt. 2002, 41, 3567-3575. 

17.  Gupta, M.; Jiao, H.; O'Keefe, A. Cavity-enhanced spectroscopy in optical fibers. Opt. Lett. 2002, 
27, 1878-1880. 

18.  Brown, R.S.; Kozin, I.; Tong, Z.; Oleschuk, R.D.; Loock, H.-P. Fiber-loop ring-down 
spectroscopy. J. Chem. Phys. 2002, 117, 10444-10447. 

19.  Tong, Z.G.; Jakubinek, M.; Wright, A.; Gillies, A.; Loock, H.-P. Fiber-loop ring-down 
spectroscopy: a sensitive absorption technique for small liquid samples. Rev. Sci. Instrum. 2003, 
74, 4818-4826. 

20.  Waechter, H.; Bescherer, K.; Duerr, C.J.; Oleschuk, R.D.; Loock, H.-P. 405 nm absorption 
detection in nanoliter volumes. Anal. Chem. 2009, 81, 9048-9054. 

21.  Barnes, J.A.; Dreher, M.; Plett, K.; Brown, R.; Crudden, C.M.; Loock, H.-P. Chemical sensor 
based on a long period fibre grating modified by a functionalized polymethylsiloxane coating. 
Analyst 2008, 133, 1541-1549. 

22.  Tarsa, P.B.; Rabinowitz, P.; Lehmann, K.K. Evanescent field absorption in a passive optical fiber 
resonator using continuous-wave cavity ring-down spectroscopy. Chem. Phys. Lett. 2004, 383, 
297-303. 

23.  Tarsa, P.B.; Wist, A.D.; Rabinowitz, P.; Lehmann, K.K. Single-cell detection by cavity ring-down 
spectroscopy. Appl. Phys. Lett. 2004, 85, 4523-4525. 

24.  Tarsa, P.B.; Brzozowski, D.M.; Rabinowitz, P.; Lehmann, K.K. Cavity ringdown strain gauge. 
Opt. Lett. 2004, 29, 1339-1341. 

25.  Herbelin, J.M.; McKay, J.A.; Kwok, M.A.; Ueunten, R.H.; Urevig, D.S.; Spencer, D.J.; Benard, 
D.J. Sensitive measurement of photon lifetime and true reflectances in an optical cavity by a 
phase-shift method. Appl. Opt. 1980, 19, 144-147. 

26.  Engeln, R.; von Helden, G.; Berden, G.; Meijer, G. Phase shift cavity ring down absorption 
spectroscopy. Chem. Phys. Lett. 1996, 262, 105-109. 



Sensors 2010, 10              
 

 

1740

27.  Kasyutich, V.L.; Martin, P.A.; Holdsworth, R.J. Effect of broadband amplified spontaneous 
emission on absorption measurements in phase-shift off-axis cavity enhanced absorption 
spectroscopy. Chem. Phys. Lett. 2006, 430, 429-434. 

28.  Bescherer, K.; Barnes, J.A.; Dias, S.; Gagliardi, G.; Loock, H.-P.; Trefiak, N. R.; Waechter, H.; 
Yam, S. Measurement of multi-exponential optical decay processes by phase-shift cavity  
ring-down. Appl. Phys. B: Lasers Opt. 2009, 96, 193-200. 

29.  Kashyap, R. Fiber Bragg Gratings; Academic Press, Elsevier: San Diego, CA, USA, 1999. 
30.  Wang, C.J.; Mbi, A. An alternative method to develop fibre grating temperature sensors using the 

fibre loop ringdown scheme. Meas. Sci. Technol. 2006, 17, 1741-1751. 
31.  Wang, C.J.; Scherrer, S.T. Fiber loop ringdown for physical sensor development: pressure sensor. 

Appl. Opt. 2004, 43, 6458-6464. 
32.  Wang, C.J.; Scherrer, S.T. Fiber ringdown pressure sensors. Opt. Lett. 2004, 29, 352-354. 
33.  Vogler, D.E.; Lorencak, A.; Rey, J.M.; Sigrist, M.W. Bending loss measurement using a fiber 

cavity ringdown scheme. Opt. Lasers Eng. 2005, 43, 527-535. 
34.  Gagliardi, G.; De Nicola, S.; Ferraro, P.; De Natale, P. Interrogation of fiber Bragg-grating 

resonators by polarization-spectroscopy laser-frequency locking. Opt. Express 2007, 15,  
3715-3728. 

35.  Trefiak, N.R. Ringdown Spectroscopy in Optical Waveguides. M.Sc. Thesis, Queen's University, 
Kingston, Ontario, Canada, 2007. 

36.  Wang, C.J. Fiber loop ringdown—a time-domain sensing technique for multi-function fiber optic 
sensor platforms: current status and design perspectives. Sensors 2009, 9, 7595-7621. 

37.  Tanifuji, T.; Matsumoto, M.; Tokuda, M.; Miyauchi, M. Wavelength-dependent optical loss 
increase in graded-index optical fiber transmission-lines. Electron. Lett. 1984, 20, 13-14. 

38.  Vogler, D.E.; Muller, M.G.; Sigrist, M.W. Fiber-optic cavity sensing of hydrogen diffusion. Appl. 
Opt. 2003, 42, 5413-5417. 

39.  Tong, Z.G.; Wright, A.; McCormick, T.; Li, R.K.; Oleschuk, R.D.; Loock, H.-P. Phase-shift  
fiber-loop ring-down spectroscopy. Anal. Chem. 2004, 76, 6594-6599. 

40.  van der Sneppen, L.; Wiskerke, A.; Ariese, F.; Gooijer, C.; Ubachs, W. Improving the sensitivity 
of HPLC absorption detection by cavity ring-down spectroscopy in a liquid-only cavity. Anal. 
Chim. Acta 2006, 558, 2-6. 

41.  Tong, Z.; Jakubinek, M.; Wright, A.; Gillies, A.; Loock, H.-P. Fiber-loop ring-down 
spectroscopy: A sensitive absorption technique for small liquid samples. Rev. Sci. Instrum. 2003, 
74, 4818-4826. 

42.  Tong, Z. Fiber-Loop Ring-Down Spectroscopy. Ph.D. Dissertation, Queen's University, Kingston, 
Ontario, Canada, 2004. 

43.  Li, R.K.; Loock, H.-P.; Oleschuk, R.D. Capillary electrophoresis absorption detection using  
fiber-loop ring-down spectroscopy. Anal. Chem. 2006, 78, 5685-5692. 

44.  Andachi, M.; Nakayama, T.; Kawasaki, M.; Kurokawa, S.; Loock, H.-P. Fiber-optic ring-down 
spectroscopy using a tunable picosecond gain-switched diode laser. Appl. Phys. B 2007, 88,  
131-135. 

45.  Gupta, B.D.; Singh, C.D.; Sharma, A. Fiber Optic Evanescent Field Absorption Sensor - Effect of 
Launching Condition and the Geometry of the Sensing Region. Opt. Eng. 1994, 33, 1864-1868. 



Sensors 2010, 10              
 

 

1741

46.  James, S.W.; Tatam, R.P. Optical fibre long-period grating sensors: characteristics and 
application. Meas. Sci. Technol. 2003, 14, R49-R61. 

47.  Allsop, T.; Reeves, R.; Webb, D.J.; Bennion, I.; Neal, R. A high sensitivity refractometer based 
upon a long period grating Mach-Zehnder interferometer. Rev. Sci. Instrum. 2002, 73, 1702-1705. 

48.  Pu, S.A.; Gu, X.J. Fiber loop ring-down spectroscopy with a long-period grating cavity. Opt. Lett. 
2009, 34, 1774-1776. 

49.  Tian, Z.B.; Yam, S.S.H.; Loock, H.-P. Refractive index sensor based on an abrupt taper 
Michelson interferometer in a single-mode fiber. Opt. Lett. 2008, 33, 1105-1107. 

50.  Mehra, R. Application of refractive index mixing rules in binary systems of hexadecane and 
heptadecane with n-alkanols at different temperatures. Proc. Indian Acad. Sci. Chem. Sci. 2003, 
115, 147-154. 

51.  Song, W.Z.; Zhang, X.M.; Liu, A.Q.; Lim, C.S.; Yap, P.H.; Hosseini, H.M.M. Refractive index 
measurement of single living cells using on-chip Fabry-Perot cavity. Appl. Phys. Lett. 2006, 89, 
203901:1-203901:3. 

52.  Liu, Y.Q.; Chiang, K.S. Fiber-Bragg-grating cavity sensor interrogated with a self-seeded Fabry-
Perot laser diode. IEEE Photonics Technol. Lett. 2006, 18, 2153-2155. 

53.  Bo, L.; Jianhua, L.; Guiyun, K. Temperature and strain sensor based on weak LPG and fiber ring 
down. Microwave Opt. Technol. Lett. 2008, 50, 111-114. 

54.  Zhou, K.M.; Webb, D.; Farries, M.; Hayes, N.; Zhang, L.; Bennion, I. Biochemical sensor based 
on a novel all-fibre cavity ring down spectroscopy technique incorporating a tilted fibre Bragg 
grating. Opt. Lasers Eng. 2009, 47, 1023-1027. 

55.  Meng, J.; Weigang, Z.; Qi, Z.; Yaping, L.; Bo, L. Investigation on an evanescent wave fiber-optic 
absorption sensor based on fiber loop cavity ring-down spectroscopy. Opt. Commun. 2009, 283, 
249-253. 

56.  Vollmer, F.; Fischer, P. Ring-resonator-based frequency-domain optical activity measurements of 
a chiral liquid. Opt. Lett. 2006, 31, 453-455. 

57.  Stewart, G.; Atherton, K.; Yu, H.B.; Culshaw, B. An investigation of an optical fibre amplifier 
loop for intra-cavity and ring-down cavity loss measurements. Meas. Sci. Technol. 2001, 12,  
843-849. 

58.  Atherton, K.; Stewart, G.; Culshaw, B. Gas detection by cavity ring-down absorption with a fibre 
optic amplifier loop. Proc. SPIE Int. Soc. Opt. Eng. 2002, 4577, 25-31. 

59.  Stewart, G.; Atherton, K.; Culshaw, B. Cavity-enhanced spectroscopy in fiber cavities. Opt. Lett. 
2004, 29, 442-444. 

60.  Stewart, G.; Shields, P.; Culshaw, B. Development of fibre laser systems for ring-down and 
intracavity gas spectroscopy in the near-IR. Meas. Sci. Technol. 2004, 15, 1621-1628. 

61.  Ni, N.; Chan, C.C. Improving the measurement accuracy of CRD fibre amplified loop gas sensing 
system by using a digital LMS adaptive filter. Meas. Sci. Technol. 2006, 17, 2349-2354. 

62.  Ni, N.; Chan, C.C.; Chuah, T.K.; Xia, L.; Shum, P. Enhancing the measurement accuracy of a 
cavity-enhanced fiber chemical sensor by an adaptive filter. Meas. Sci. Technol. 2008, 19, 
115203:1-115203:6. 



Sensors 2010, 10              
 

 

1742

63.  Ni, N.; Chan, C.C.; Xia, L.; Shum, P. Fiber cavity ring-down refractive index sensor. IEEE 
Photonics Technol. Lett. 2008, 20, 1351-1353. 

© 2010 by the authors; licensee Molecular Diversity Preservation International, Basel, Switzerland. 
This article is an open-access article distributed under the terms and conditions of the Creative 
Commons Attribution license (http://creativecommons.org/licenses/by/3.0/). 

 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /All
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000500044004600206587686353ef901a8fc7684c976262535370673a548c002000700072006f006f00660065007200208fdb884c9ad88d2891cf62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef653ef5728684c9762537088686a5f548c002000700072006f006f00660065007200204e0a73725f979ad854c18cea7684521753706548679c300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA <>
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020b370c2a4d06cd0d10020d504b9b0d1300020bc0f0020ad50c815ae30c5d0c11c0020ace0d488c9c8b85c0020c778c1c4d560002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken voor kwaliteitsafdrukken op desktopprinters en proofers. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents for quality printing on desktop printers and proofers.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /NoConversion
      /DestinationProfileName ()
      /DestinationProfileSelector /NA
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure true
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles true
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /NA
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /LeaveUntagged
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


